
RESEARCH ARTICLE Open Access

Degenerative processes in bioprosthetic mitral
valves in juvenile pigs
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Abstract

Background: Glutaraldehyde-treated bioprosthetic heart valves are commonly used for replacement of diseased
heart valves. However, calcification and wear limit their durability, and the development of new and improved
bioprosthetic valve designs is needed and must be evaluated in a reliable animal model. We studied
glutaraldehyde-treated valves 6 months after implantation to evaluate bioprosthetic valve complications in the
mitral position in juvenile pigs.

Materials: The study material comprised eight, 5-month old, 60-kg pigs. All pigs received a size 27, glutaraldehyde-
treated, stented, Carpentier-Edwards S.A.V. mitral valve prosthesis. After six months, echocardiography was
performed, and the valves explanted for gross examination, high resolution X-ray, and histological evaluation.

Results: Five pigs survived the follow-up period. Preexplant echocardiography revealed a median peak and mean
velocity of 1.61 m/s (range: 1.17-2.00) and 1.20 (SD = ±0.25), respectively, and a median peak and mean pressure
difference of 10.42 mmHg (range: 5.83-16.55) and 6.51 mmHg (SD = ±2.57), respectively. Gross examination
showed minor thrombotic depositions at two commissures in two valves and at all three commissures in three
valves. High resolution X-ray imaging revealed different degrees of calcification in all explanted valves, primarily in
the commissural and belly areas. In all valves, histological evaluation demonstrated various degrees of fibrous
sheath formation, limited immunological infiltration, and no overgrowth of host endothelium.

Conclusions: Bioprosthetic glutaraldehyde-treated mitral valves can be implanted into the mitral position in pigs
and function after 6 months. Echocardiographic data, calcification, and histological examinations were comparable
to results obtained in sheep models and human demonstrating the suitability of the porcine model.
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Introduction
Glutaraldehyde-treated bioprosthetic heart valves are
commonly used for replacement of diseased heart valves.
In the mitral position, glutaraldehyde-treated valves are
preferred in elderly patients (>65 years), in patients in
whom successful repair is unlikely, in rheumatic disease
and endocarditis, and when the use of anticoagulation
therapy is contraindicated [1]. The failure rate of current
bioprosthetic mitral valves is much higher than that of
aortic valves and reoperation is needed in 50% after 15
years [2]. Therefore, the development of new and
improved bioprosthetic valve designs is needed. To

evaluate bioprosthetic heart valves before clinical imple-
mentation, animal testing is preferred. Several species
(sheep, dog, and pig) have been chosen for valve evalua-
tion, the sheep model being the most common [3-6].
The sheep model, however, has several limitations. It
failed to demonstrate the thrombogenecity of the Med-
tronic Parallel mechanical valve, which, after implanta-
tion in patients, was associated with a high incidence of
valve-related thrombosis. It also failed to show a strong
inflammatory response toward a decellularized biological
valve, Synergraft, which was seen after implantation in
children [7,8]. The anatomical and physiological simila-
rities between pigs and humans in terms of heart size,
cardiac output, blood pressure, and, in particular, plate-
let adhesive properties make this model suitable for
heart valve evaluation [9-11].
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To evaluate new bioprosthetic valves, it is essential to
know how these perform in an animal model compared
with standard glutaraldehyde-treated valves, which are
considered the gold standard of bioprosthetic valves.
We, therefore, chose the pig model to thoroughly evalu-
ate standard glutaraldehyde-treated bioprosthetic stented
porcine valves in the mitral position in a long-term
model.

Materials and methods
This observational study was conducted in female Dan-
ish Landrace/Yorkshire pigs. The study material com-
prised eight, 5-month old, 60-kg pigs. All pigs received a
size 27, glutaraldehyde-treated, stented, Carpentier-
Edwards S.A.V. mitral valve prosthesis.
All animal experiments were conducted according to

the guidelines given by the Danish Inspectorate for Ani-
mal Experimentation and after specific approval from
this institution. Qualified animal caretaker personnel
monitored the health status of the animals daily during
the study period. Analgesics were administered if ani-
mals exhibited any sign of pain. In the case of refractory
pain or failure to thrive, the animals were euthanized.
At the end of the study, the animals were euthanized
under anaesthesia.

Mitral valve implantation
The operative technique and anesthetic treatment have
been described elsewhere [5]. In brief, after sedation,
intubation and median sternotomy, a cardiopulmonary
bypass was performed and the heart arrested with cold
crystalloid cardioplegia. A size 27 Carpentier-Edwards
mitral bioprosthesis was then implanted through a left
atriotomy. Next, the atrium was closed and a DC coun-
tershock was given. After approximately 45 minutes of
reperfusion, the animal was weaned from the cardiopul-
monary bypass and the chest closed in a standard man-
ner. The chest drains were removed when satisfactory
hemodynamics were obtained and drain production was
below 50 ml/h. The animals were awakened after 4
hours and transported to the farm in the evening.
Importantly, no antithrombotic therapy was given dur-
ing the follow-up period.

Preexplant analysis
Echocardiography was performed using a commercially
available system (Vivid E9, General Electric, Horten,
Norway) in supine pigs under anesthesia. Parasternal
echocardiograms were obtained by a transthoracic
approach, and apical echocardiograms were obtained
through a minimal abdominal incision. The study pro-
tocol included 2-dimensional echocardiograms with
color Doppler images (apical four chamber, two cham-
ber, long axis, as well as parasternal long axis) to

evaluate left ventricular ejection fraction and mitral
regurgitation using visual assessment by an experienced
observer [12]. To measure blood velocities and pres-
sure differences over the artificial valves, continuous-
wave Doppler echocardiograms through the center of
the mitral ostium were obtained [13]. All echocardio-
grams were recorded twice including three consecutive
heart beats, and analyzed offline using commercial soft-
ware (Echopac, General Electric-Vingmed, Horten,
Norway).

Explantation
The animals were euthanized after 6 months, and the
valves were explanted after administration of an intrave-
nous dose of 10.000 IU unfractionated heparin. Animals
that died during the first postoperative week were
excluded from the study. If the animals exhibited failure
to thrive later than 1 week postoperatively, they were
euthanized and the valve was explanted.

Postexplant analysis
Gross Examination
All valves were inspected in situ and photographed after
removal. Inspection included gross assessment of fenes-
tration, thrombotic material, and vegetations. The
amount of thrombotic material was quantified in terms
of size, appearance, and location.
Radiography
High Resolution X-ray was performed to evaluate loca-
tions and distribution of calcifications using an Xpert
40™, Kubtec technologies, Milford, CT, USA.
Histological evaluation
Cusps and housing site tissues were removed from the
stent and transected radially. Next, the tissue was fixated
in formaldehyde and embedded in paraffin. Hematoxy-
lin-eosin (H&E), vimentin (monoclonal mouse antivi-
mentin), elastin trichrome, von Willebrand factor
(polyclonal rabbit antihuman, DAKO) (endothelial cell),
smooth muscle cell actin (monoclonal mouse antihu-
man, DAKO) (smooth muscle cell), and von Kossa
stains were used to evaluate areas of recellularization,
cell type, structural changes in the trilaminar cusp archi-
tecture, and both intrinsic and extrinsic calcification
foci. Cells with a clear reduction in basophilia and
increase in eosinophilia in H&E stains as well as a nega-
tive vimentin stain were considered donor cells. Vimen-
tin-positive cells were therefore considered to be host
cells and were afterwards correlated with cell-specific
stains to verify their phenotype in order to differentiate
between host and donor cells. The specimens were eval-
uated as a single observer, nonblinded assessment. The
equipment used for histological assessment and image
capturing was an Olympus BX50 microscope with
Olympus Power View II camera.
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Statistical analysis
Standard descriptive statistics (means, standard devia-
tions, medians, and ranges) were used to characterize
the investigated valves. Blood velocity was expressed as
median peak and mean velocity. Pressure difference was
expressed as median peak and mean pressure difference.

Results
Eight Carpentier-Edwards S.A.V. mitral valves were
implanted into the mitral position. One pig was eutha-
nized after 5 days because of failure to thrive and
respiratory insufficiency. The valve was found to be
competent without alterations compared with the same
valve at the time of implantation. One pig was eutha-
nized after 3 months because of sudden unexplained
lower limb paralysis. Gross anatomy and histologic eva-
luation of the valve from this pig revealed a well-func-
tioning valve prosthesis with a minor thrombosis in the
commissural area and no endocarditis. One pig died
suddenly after 4 months. Autopsy revealed severe
thrombosis of the valve and histological evaluation
showed infective endocarditis and calcification of all
cusps. Five pigs survived the 6-month follow-up.

Echocardiography
The median peak and mean velocities over the valves were
1.61 m/s (range: 1.17-2.00) and 1.20 (SD = ±0.25), respec-
tively, and the median peak and mean pressure differences
over the valves were 10.42 mmHg (range: 5.83-16.55) and
6.51 mmHg (SD = ±2.57), respectively. All velocities and
pressure differences were within the normal ranges for
Carpentier-Edwards mitral valves implanted into humans
(14). Three animals had mild central mitral regurgitation,
and all animals had normal left ventricular ejection frac-
tions. No paravalvular leaks were observed.

Gross pathology
All valves were without fenestrations or tears. Minor
thrombotic depositions were observed at two commis-
sures in two valves and at all three commissures in
three valves (Figure 1A &1B). In two of these three

valves, the depositions were severe and stretched from
the commissures into the cusps, exhibiting a triradiate
pattern of thrombus deposition on the inflow aspect at
the belly and coaptation areas of the valve (Figure 1C).
Four valves had minor fibrin depositions in the belly
area of one or more of the cusps. Hemorrhages were
seen in one cusp in three valves and two cusps in one
valve. The stent posts and sewing ring were in all cases
covered with a layer of fibrous sheath stretching from
the endocardium toward the cusps.

Radiography
High resolution X-ray imaging revealed the presence of
calcification in variable degrees in all explanted valves
compared with high resolution X-ray imaging of a con-
trol valve that had not been implanted (Figure 2A). In
all valves, calcification was observed in varies degrees in
the stent adjacent area. In three valves, minor calcific
depositions were seen at two of the commissures (Figure
2B-D). In the other two valves, more severe calcification
could be observed at all three commissures, and in both
of these, parts of the belly region of either one or all
three cusps exhibited calcific depositions (Figure 2E-F).

Histological evaluation
H&E stain revealed the presence of nonvital donor cell
remnants throughout the valve tissue. These cells were
characterized by a negative vimentin stain and appeared
less basophilic compared with host cells. Fibrous sheath
formation was observed in all valves to various degrees;
in two valves, the fibrous sheath stretched from both
the atrial and ventricular sides to the base of the cusp.
Between the donor tissue and the fibrous sheath, inflam-
matory cells could be seen in small numbers in all
valves (Figure 3). Fibroblast ingrowth was limited to the
fibrous sheath and as a part of an inflammatory
response in the stent-adjacent area. No cusp ingrowth
of fibroblasts was seen in any of valves. Host cells were
almost absent in the cusp tissue except for in one valve
where infiltration of macrophages and lymphocytes
could be noted. Only a few minor fibrin depositions

Figure 1 Gross anatomy 6 months after implantation. A) Minor thrombotic deposits with calcifications are seen at two of the commissures.
B) Severe thrombocalcific deposits involving the belly area can be observed. C) A triradiate pattern of thrombocalcific deposits on the inflow
aspect of the coaptation area.
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were observed on the surface of the valves, except for in
one valve where larger depositions could be seen. Von
Kossa stains revealed severe calcification of the stent
adjacent area, annulus, and myocytes in three valves.
Intrinsic calcification of the cusp was observed in two
valves (Figure 4). Inflammatory cells consisting of
macrophages and lymphocytes were associated with the
calcifications seen in the stent-adjacent areas, but no or
only very few inflammatory cells were seen in the

presence of cusp calcification. Inflammatory cells were
observed in the outer parts of all valves and to a larger
degree if a myocardial muscle shelf was present. The
cusp tissue, collagen, and elastin appeared well pre-
served, with clear demarcations of the different laminae
except for the calcified areas of the cusps (Figure 5).
Intracuspal erythrocytes could be seen in the cusps of
three valves but in limited amounts. Limited tissue frag-
mentation and collagen loosening were only observed in
the basal part of two valves (Figure 6). Von Willebrand
factor-positive cells could only be seen superimposing

Figure 2 High resolution X-ray after the sewing ring and stent have been removed. A) Not implanted control valve without any
calcification. B-D) Minor calcific depositions can be seen at two of the commissures. E-F) Various degrees of calcification involving all three
commissures and parts of the belly area.

Figure 3 Histological imaging of the donor tissue (left) and
host tissue in the stent-adjacent area (right). Non-vital, less
basophilic cell remnants can be clearly seen (arrows). Inflammatory
cell response is seen between the donor tissue and the fibrous
sheath (H&E stain; ×400).

Figure 4 Intrinsic calcification (asterisks) and thrombotic
deposits (arrows) of the valve cusp (H&E stain; ×40)
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parts of the fibrous sheath. No single von Willebrandt
factor-positive cells or continuous single-cell layer could
be seen in any of the cusps.

Comment
In this study, we evaluated bioprosthetic glutaraldehyde-
treated valves in the mitral position in juvenile pigs for
valve complications 6 months after implantation. Few
have studied bioprosthetic valves in the mitral position
in pigs, and the present study is the first to thoroughly
evaluate the performance of glutaraldehyde-treated
valves in a long-term porcine model [15-17].
Using high resolution X-ray imaging and von Kossa

stain, we found that calcification was apparent in all
explanted valves. Calcification of the commissures could
be seen in all valves to various degrees and involved the
belly area of the cusps in two valves. Thrombotic

deposits were especially prominent in connection with
the commissural calcifications. Weber et al. found calci-
fication in the aortic area in six of nine Mosaic valves
explanted after 20 weeks in a sheep model, and in no
cases was cusp calcification observed. The Hancock
Standard valve was tested in the same study, and here
calcification was focused in the aortic wall and commis-
sures and occasionally at the base of the cusps [18].
Flaming et al. found that calcification were preferentially
located at the commissures and present in two of six
Perimount valves and four of nine Trilogy valves after
implantation in sheep [6]. Additionally, cusp and wall-
adjacent calcifications were less frequent. These findings
by other groups correspond very well with those of the
present study, and this demonstrates the suitability of
the porcine model for the evaluation of calcification in
bioprosthetic valves.
In a large study in sheep, Flameng et al. found by

means of quantitative calcium content analysis signifi-
cantly lower calcification of the cusps than in the aortic
wall portions of the valve [19]. Furthermore, the highest
calcium levels were found in the commissures, and the
lowest calcium levels were found in the edges of the
cusps. Although we did not perform any quantitative
calcium content analysis, these results correlate well to
the spatial distribution of calcification observed in the
present study by means of high resolution X-ray.
Histological evaluation of the investigated valves

revealed the presence of non-vital donor cell remnants
and very scarce amounts of host cell ingrowth. Fibro-
blasts were only found in the fibrous sheath or as a part
of an inflammatory response toward the outer part of
the stent-adjacent area, and endothelial cells could only
be identified superimposing the fibrous sheath or as von
Willebrand-positive cells in very limited numbers. A
host cell inflammatory response was apparent in all
valves but limited to the stent-adjacent areas except for
one valve in which cusp infiltration was observed. Most
of the explanted valves in this study presented with
well-preserved trilaminar cusp tissue. Inflammatory cells
were infrequently seen in the cusps and mostly limited
to the stent-adjacent areas and muscle shelf tissues. The
tissue preservation of glutaraldehyde-treated valves was
also observed in recent sheep studies in which the cusps
appeared well-preserved and contained wavy collagen
[6,18]. However, Duarte et al. reported trilaminar struc-
ture disruption of the Mosaic valve both with and with-
out alpha amino oleic acid (AOA) treatment [20].
Despite meticulous histological examination, we
observed almost no endothelial cells except for those
located on the surface of fibrous sheaths, and fibroblast
ingrowth was limited to the inflammatory host response
seen in the stent-adjacent areas of most of the valves.
Therefore, recellularization of glutaraldehyde-treated

Figure 5 Histological image of the valve cusp. The tissue
appears well preserved, with corrugations and lack of inflammatory
response (H&E stain; ×100)

Figure 6 In two valves, fragmentation of the lamina spongiosa
is seen, with the absence of corrugations (Weigers stain; ×100)
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valves in pigs is extremely limited after an implantation
period of 6 months, which corresponds well with human
studies of bioprosthetic valve endothealization [21].
We found that both blood velocities and pressure dif-

ferences across the valve after 6 months were compar-
able with human studies of the Carpentier-Edwards S.A.
V. valve in the mitral position as well as previous sheep
studies by Duarte et al. and Irwin et al. [20,22]. Flaming
et al. found peak velocites (m/s) of 1.34 (0.89, 1.47) and
1.11 (0.75, 1.54) and mean gradients (mmHg) of 3.6
(3.0, 5.2) and 2.4 (1.7, 5.4) for the Perimount and Tril-
ogy valves, respectively, after 5 months in a sheep
model. Although a higher mean pressure difference was
found in the present study, most likely caused by the
thrombotic deposits in some of the valves, we consider
our results to be comparable. Additionally, we observed
trivial regurgitation in three valves, a finding which was
also noted by Weber et al. in another study [14]. In our
study, the thrombotic depositions could have caused
some degree of commissural fusion leading to a limita-
tion in cusp movement and minimal valve insufficiency.
Our aim was to evaluate the porcine model for long-

term testing of bioprosthetic mitral heart valves. The por-
cine mitral valve anatomy has already been verified to be
very similar to human mitral valve anatomy [23,24]. The
present study demonstrates that the porcine model is a
reliable animal model for long-term bioprosthetic heart
valve evaluation and can be used in the future as a rele-
vant, important, and demanding animal model. The find-
ings in the present study speak for the pig as being an
animal model for heart valve evaluation that can provide
a satisfactory answer to the question of animal testing
that will avoid later tragic clinical incidents such as those
seen after preclinical sheep experiments. Thorough eva-
luation of heart valve bioprostheses is critical before any
clinical use. Therefore, we consider the present animal
model to be very suitable for preclinical bioprosthetic
mitral valve testing to ensure proper patient care. Further
validation of the porcine model from other groups to
support our findings should be performed to verify the
pig as a clinically valid animal model. Especially interest-
ing would be the evaluation of other tissue valves, decel-
lularized valves, and tissue-engineered polymer valves
because of the recent focus on this topic.

Study Limitations
A small number of animals were included in this study.
However, because of the comparable results between the
animals, we consider the number to be sufficient for the
evaluation of the porcine model as a tool for biopros-
thetic mitral valve evaluation. No anticoagulation ther-
apy was used during the follow-up period, and this
could have resulted in the thrombotic deposits observed.
A more aggressive anticoagulation strategy might have

limited this problem. No baseline echocardiography was
performed postoperatively, and hemodynamic compari-
son with pre-explantation echocardiography was there-
fore not possible. The growth potential of the pig could
result in a patient-prosthesis mismatch, however, we do
not consider this a limiting factor, since all surviving
pigs thrived well at euthanization, and none of the three
animal deaths before the six months follow-up could be
related to mitral stenosis.

Conclusion
Bioprosthetic glutaraldehyde-treated mitral valves can be
implanted into the mitral position in pigs and function
after a period of 6 months. Echocardiographic data, cal-
cification, and histological examinations were compar-
able to results obtained in sheep and humans, and we
therefore consider the porcine model an appropriate
animal model for bioprosthetic mitral valve testing.

Acknowledgements
We are indebted to the staff at the Institute of Clinical Medicine, Tanja
Thomsen, Kira Sonnichnsen, and Henrik Sørensen, as well as Walther
Gyldenløve, Påskehøjgaard, for skillful assistance. Thanks to Professor Ulrik
Baandrup, MD, PhD, Department of Pathology, Sygehus Vensyssel and Søren
Redsted, MD, Department of Radiology, Aarhus University Hospital, for
pathology and radiology assistance. Also thanks to scholarship students,
Dept. T, for anesthesia assistance. Financial support was provided by the
Danish Heart Association, Sophus Jacobsen Foundation, and Dagmar
Marshalls Foundation.

Author details
1Department of Cardiothoracic and Vascular Surgery, Aarhus University
Hospital, Skejby, Denmark. 2Institute of Clinical Medicin, Aarhus University
Hospital, Skejby, Denmark. 3Department of Cardiology, Aarhus University
Hospital, Skejby, Denmark.

Authors’ contributions
JMH and JAF were both involved in the conception of the study and the
study design as well as drafting and revising the article. TBP contributed to
the anesthetic treatment and surgical procedures. MBK contributed to the
acquisition of echocardiographic data as well as the data analysis. JLH was
involved in all the above mentioned study parts. All authors have approved
the manuscript.

Competing interests
The authors declare that they have no competing interests.

Received: 14 January 2011 Accepted: 15 May 2011
Published: 15 May 2011

References
1. Bonow RO, Carabello BA, Chatterjee K, de Leon ACJ, Faxon DP, Freed MD,

et al: Focused update incorporated into the ACC/AHA 2006 guidelines
for the management of patients with valvular heart disease: a report of
the American College of Cardiology/American Heart Association Task
Force on Practice Guidelines (Writing Committee to Revise the 1998
Guidelines for the Management of Patients With Valvular Heart Disease):
endorsed by the Society of Cardiovascular Anesthesiologists, Society for
Cardiovascular Angiography and Interventions, and Society of Thoracic
Surgeons. Circulation 2008, 118:e523-e661.

2. Hammermeister K, Sethi GK, Henderson WG, Grover FL, Oprian C,
Rahimtoola SH: Outcomes 15 years after valve replacement with a
mechanical versus a bioprosthetic valve: final report of the Veterans
Affairs randomized trial. J Am Coll Cardiol 2000, 36:1152-1158.

Honge et al. Journal of Cardiothoracic Surgery 2011, 6:72
http://www.cardiothoracicsurgery.org/content/6/1/72

Page 6 of 7

http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18820172?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11028464?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11028464?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11028464?dopt=Abstract


3. Gallegos RP, Nockel PJ, Rivard AL, Bianco RW: The current state of in-vivo
pre-clinical animal models for heart valve evaluation. J Heart Valve Dis
2005, 14:423-432.

4. Hasenkam JM, Nygaard H, Terp K, Riis C, Paulsen PK: Hemodynamic
evaluation of a new bileaflet valve prosthesis: an acute animal
experimental study. J Heart Valve Dis 1996, 5:574-580.

5. Smerup M, Pedersen TF, Nyboe C, Funder JA, Christensen TD, Nielsen SL,
et al: A long-term porcine model for evaluation of prosthetic heart
valves. Heart Surg Forum 7:E259-E264.

6. Flameng W, Meuris B, De VG, Cunanan C, Lane E, Verbeken E, et al: Trilogy
pericardial valve: hemodynamic performance and calcification in
adolescent sheep. Ann Thorac Surg 2008, 85:587-592.

7. Bodnar E: The Medtronic Parallel valve and the lessons learned. J Heart
Valve Dis 1996, 5:572-573.

8. Simon P, Kasimir MT, Seebacher G, Weigel G, Ullrich R, Salzer-Muhar U, et al:
Early failure of the tissue engineered porcine heart valve SYNERGRAFT
in pediatric patients. Eur J Cardiothorac Surg 2003, 23:1002-1006.

9. Swindle MM, Horneffer PJ, Gardner TJ, Gott VL, Hall TS, Stuart RS, et al:
Anatomic and anesthetic considerations in experimental
cardiopulmonary surgery in swine. Lab Anim Sci 1986, 36:357-361.

10. Goodman SL: Sheep, pig, and human platelet-material interactions with
model cardiovascular biomaterials. J Biomed Mater Res 1999, 45:240-250.

11. Pelagalli A, Belisario MA, Tafuri S, Lombardi P, d’Angelo D, Avallone L, et al:
Adhesive properties of platelets from different animal species. J Comp
Pathol 2003, 128:127-131.

12. McGowan JH, Cleland JG: Reliability of reporting left ventricular systolic
function by echocardiography: a systematic review of 3 methods. Am
Heart J 2003, 146:388-397.

13. Hatle L, Brubakk A, Tromsdal A, Angelsen B: Noninvasive assessment of
pressure drop in mitral stenosis by Doppler ultrasound. Br Heart J 1978,
40:131-140.

14. Rosenhek R, Binder T, Maurer G, Baumgartner H: Normal values for
Doppler echocardiographic assessment of heart valve prostheses. J Am
Soc Echocardiogr 2003, 16:1116-1127.

15. Gross DR: Thromboembolic phenomena and the use of the pig as an
appropriate animal model for research on cardiovascular devices. Int
J Artif Organs 1997, 20:195-203.

16. Gross DR, Dewanjee MK, Zhai P, Lanzo S, Wu SM: Successful prosthetic
mitral valve implantation in pigs. ASAIO J 1997, 43:M382-M386.

17. Honge JL, Funder JA, Jensen H, Dohmen PM, Konertz WF, Hasenkam JM:
Recellularization of decellularized mitral heart valves in juvenile pigs.
J Heart Valve Dis 2010, 19:584-592.

18. Weber PA, Jouan J, Matsunaga A, Pettenazzo E, Joudinaud T, Thiene G,
et al: Evidence of mitigated calcification of the Mosaic versus Hancock
Standard valve xenograft in the mitral position of young sheep. J Thorac
Cardiovasc Surg 2006, 132:1137-1143.

19. Flameng W, Meuris B, Yperman J, De VG, Herijgers P, Verbeken E: Factors
influencing calcification of cardiac bioprostheses in adolescent sheep.
J Thorac Cardiovasc Surg 2006, 132:89-98.

20. Duarte IG, MacDonald MJ, Cooper WA, Schmarkey SL, Gott JP, Brown WM
III, et al: In vivo hemodynamic, histologic, and antimineralization
characteristics of the Mosaic bioprosthesis. Ann Thorac Surg 2001,
71:92-99.

21. Ishihara T, Ferrans VJ, Jones M, Boyce SW, Roberts WC: Occurrence and
significance of endothelial cells in implanted porcine bioprosthetic
valves. Am J Cardiol 1981, 48:443-454.

22. Irwin E, Lang G, Clack R, St CJ, Runge W, Foker J, et al: Long-term
evaluation of prosthetic mitral valves in sheep. J Invest Surg 1993,
6:133-141.

23. Crick SJ, Sheppard MN, Ho SY, Gebstein L, Anderson RH: Anatomy of the
pig heart: comparisons with normal human cardiac structure. J Anat
1998, 193:105-119.

24. Kunzelman KS, Cochran RP, Verrier ED, Eberhart RC: Anatomic basis for
mitral valve modelling. J Heart Valve Dis 1994, 3:491-496.

doi:10.1186/1749-8090-6-72
Cite this article as: Honge et al.: Degenerative processes in
bioprosthetic mitral valves in juvenile pigs. Journal of Cardiothoracic
Surgery 2011 6:72.

Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit

Honge et al. Journal of Cardiothoracic Surgery 2011, 6:72
http://www.cardiothoracicsurgery.org/content/6/1/72

Page 7 of 7

http://www.ncbi.nlm.nih.gov/pubmed/15974538?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15974538?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8953434?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8953434?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8953434?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18222270?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18222270?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18222270?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8953433?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12829079?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12829079?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/3534438?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/3534438?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10397982?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10397982?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12634089?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12947354?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12947354?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/637964?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/637964?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/14608282?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/14608282?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9195235?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9195235?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9360066?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9360066?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/21053736?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17059935?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17059935?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16798307?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16798307?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11216817?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11216817?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7270450?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7270450?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7270450?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8512887?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8512887?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9758141?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9758141?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8000582?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8000582?dopt=Abstract

	Abstract
	Background
	Materials
	Results
	Conclusions

	Introduction
	Materials and methods
	Mitral valve implantation
	Preexplant analysis
	Explantation
	Postexplant analysis
	Gross Examination
	Radiography
	Histological evaluation
	Statistical analysis


	Results
	Echocardiography
	Gross pathology
	Radiography
	Histological evaluation
	Comment
	Study Limitations

	Conclusion
	Acknowledgements
	Author details
	Authors' contributions
	Competing interests
	References

